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Abstract
Using metamerism index as a criterion variable representative of illuminant
metamerism, the present research examines the potential effect of measurement
condition (M1, M0), near-neutral patch type, and paper type on illuminant
metamerism. Measurement condition and paper type are found to be relevant factors
contributing to illuminant metamerism, while the near-neutral patch types are likely
to have much less effect on the criterion variable here.
Introduction
The commercial lithographic printing industry is currently impacted by a confluence
of factors which have influenced process color workflows. These factors include a
broadened reliance on industry specifications for process control aims, changes in
standards for viewing conditions, and the increased availability of color measurement
instruments that adhere to standardized measurement conditions developed to better
address the increased use of optical brightening agents (OBAs) in printing substrates.
The manner in which these factors influence illuminant metamerism is the purpose
of the present research. Using a metric known as metamerism index as the criterion
variable representative of the condition of illuminant metamerism, the present
research endeavors to provide useful information in the investigation of the potential
presence of this condition via the measurement of various paper substrates that are
appropriate for printed work using GRACoL 7 specifications.
Metamerism index is calculated for each utilized substrate using measurement
conditions known as M0 and M1 as defined by ISO 13655-2009. The goals of the
M0 and M1 measurement conditions are to provide tools to better the measure
effect that OBAs have on measurement analyses. Further, metamerism index is
calculated for the near-neutral cyan, magenta and yellow process color tonality
patches as represented by the IDEAlliance ISO 12647-7 Digital Control Strip.
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Therefore, the predictor variables here are paper substrate, measurement condition,
and ISO 12647-7 patch type, as illustrated in Figure 1.

Figure 1. Criterion and predictor variables for the present research.

Method
One goal of the present study is to determine the relative degree of metamerism
they can be expected with each examined paper using the metric metamerism
index. Using substrates from various suppliers, digital halftone proofs using the
Kodak Approval were made on six various paper stocks: the digital halftone proofs
were produced to comply with GRACoL 7 specifications. The proofs included the
ISO 12647-7 target as representative of the various near-neutral process color print
patches specified by GRACoL 7 methodologies.
All measurements are taken using a single Minolta FD-7 45/0 Spectrophotometer
capable of measuring M0 and M1 conditions as defined by ISO 13655:2009. A
white ceramic tile was utilized as a backing material for all measurements.
CIELAB colorimetric values derived from illuminants D50 and A2 were recorded,
as were the spectral values of the samples using both M0 and M1 measurement
conditions. The data collected for each patch selected from the ISO-12647-7
Digital Control Strip is illustrated in Table 1.

Table 1. Data collected for each of the 11 patches from the ISO-12647-7 digital control strip.
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Illuminant Metamerism
Metamerism is described by Berns has a ″Phenomenon in which spectrally different
stimuli matched to a given observer″ (p.14).″ Illuminant metamerism is further
defined by Berns as a condition in which:
″… Pairs of colors with different spectral reflectance curves could match under one
set of viewing and illuminating conditions, but fail to match under another. They
are called metameric pairs or metamers. When mismatch occurs due to a change in
illumination, the phenomenon is called illuminant metamerism ″ (p. 28).
Therefore, materials of different spectral properties can provide the stimuli necessary
for color matching when viewed using a specific illuminant. Stated another way, it
could be said that illuminant metamerism is exhibited when two samples produced
under differing conditions can produce the visual stimuli wherein they match when
viewed using one light source and yet not when these same samples are viewed
using another light source.
Metamerism Index
Developed as a single number index, metamerism index purports to demonstrate
how well to objects that match when viewed using one illuminant will match under
a second, different illuminant. The index is described in CIE Publication 15.2
(1986) Section 5.2, as illustrated in Equation 1.
Metamerism index =

(1)

Where n1 is the first, reference illuminant, n2 is the second illuminant,
and ∆ is the difference between the standard and sample.

It is important to recognize that the most commonly used colorimetric information,
such as CIELAB and Delta-E, need to be expressed in terms of a single illuminant.
This yields little information about the potential presence of illuminant
metamerism. Delta-E alone, therefore, is an inadequate metric for the present
analysis. The present research calculates Metamerism Index using measurement
conditions M0 and M1 as defined by ISO 13655-2009.
Measurement Condition
The increased use of optical brightening agents (OBAs) in the manufacture of
printing substrates is well documented. OBAs serve to enhance the brightness of
the substrate through the phenomenon of fluorescence: they absorb ultra-violet
(UV) radiation of wavelengths below 400 nanometers (400nm) and emit light in
the 400-460nm ″blue″ range of the visible spectrum. The degree of the effect is
therefore based on the amount of UV light present in the illuminant. When viewed
with an illuminant with a large component of UV light, substrates containing
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OBAs appear brightened; this effect is mitigated with illuminants exhibiting little
or no UV component. As reflective color measurement instruments necessarily
contain illuminants, measurement conditions need to be carefully defined in regard
to the illuminant and respective UV component.
Instrument Measurement Conditions ISO 13655:2009 M0, M1
In 2009, ISO published standard 13655 with specifies measurement conditions
labeled M0, M1, M2 and M3: one goal of this particular standard is to further specify
the illuminants contained in reflective color measurement instrumentation with
respect to the UV component. A brief overview of the measurement conditions
defined by ISO-13655 is provided.
Measurement condition M0
Measurement condition M0 is a measurement condition applicable to a
vast array of legacy instrumentation which generally utilizes unfiltered tungsten
light, and does not specify the UV content of the instrument light source.
Therefore, ISO 13655 indicates that M0 is not to be utilized when measurements
exhibit the phenomenon of fluorescence and measurement data is exchanged
among relevant stakeholders. Measurement condition M0 also specifies that the
readings are not influenced by polarizing or UV-blocking filtration.
Measurement condition M1
One impetus driving the need for measurement condition M1 results from
instances where colorimetric and spectral data need to be communicated in an
absolute manner, and where the presence of OBAs in substrates results in the condition
of fluorescence. For optically brightened substrates, ISO 13655 permits an illuminant
compensation method utilized together with a controlled amount of the UltraViolet (UV) component applied in the measurement instrument.
Measurement conditions M2 and M3
Measurement condition M2 specifies measurement for non-polarized illuminants with
the UV component filtered, and measurement condition M3 specifies polarized
illuminants with the UV component filtered. These conditions are not commonly utilized
for spot readings of colorimetric data in the United States, and therefore the present
research is limited to utilizing measurement conditions M0 and M1 as independent
variables.
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Process Color Near Neutral Patches: ISO-12647-7 Digital Control Strip 2009
In process color printing, the ability to reproduce near neutrals using various
percentages of three chromatic colors is the foundations of many process control
efforts, including IDEAlliance GRACoL 7 methodologies, System Brunner, and
procedures advanced by the Printing Industries of America. The widespread use of
process color near neutrals as a foundation for process control efforts is due to the
realization that small shifts in process variables, such as tone value increase, will
be readily noticeable in near-neutral patches comprised of cyan, magenta and yellow
tints. The same amount of process variation that produces a color shift in a process
color near neutral may not be as noticeable in other types of images. Therefore it
is recognized that in color reproduction, process control is image dependent: the
amount of visually noticeable color shift is due, in part, to the images being
reproduced. As process color near-neutrals likely represent the smallest latitude for
process variation resulting in visually noticeable color shift, known percentages of
cyan, magenta and yellow that should produce a visual near-neutral are used for
process control applications. The IDEAlliance ISO12647-7 Digital Control Strip
includes seven process color near neutral patches, as well as a patch for paper.
These patches, along with the cyan, magenta and yellow solids are evaluated to
determine their possible contribution to illuminant metamerism The patches chosen
for analysis in the present research are reproduced in Table 2.

Table 2. Details of the ISO12647-7 digital control strip patches utilized.
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Procedure
To calculate Metamerism Index, the difference between measured colorimetric
values and a respective standard need to be calculated for two different illuminants.
Therefore, for the present study standards need to be developed for each patch
using the respective measuring condition (M0, M1) and each illuminant (D50, A2).
For each chosen patch, the respective colorimetric standards are developed as an
arithmetic mean of all of the utilized papers using the pertinent measuring conditions
and illuminants. As such, the standards used were “virtual” and did not represent a
physical standard, but rather the mean of the respective samples.
In order to properly choose an appropriate statistical test, the data were tested for
the potential presence of normal distribution using Shapiro-Wilk’s test. For
measurement conditions M0 and M1, it is ascertained that the metamerism index
scores were not normally distributed (p < .05). Therefore, a Mann-Whitney test
was utilized as a non-parametric test to determine if there exists a statistically
significant difference between measurement condition as a dichotomous predictor
variable and the continuous criterion variable represented by metamerism index.
For the six different paper types and 11 different patches analyzed, the Shapiro-Wilk’s
test for normality was again utilized. In these instances, all of the predictor variables
indicated a non-normal distribution as assessed by a Shapiro-Wilk’s test (p < .05),
with the limited exceptions noted in Table 3. Of the 17 different combinations of
paper type and patch type, only four could be described as representative a normal
distribution using the Shapiro-Wilk’s test. Due to the relatively small sample sizes,
the non-parametric Kruskal-Wallis H test was used to analyze the respective categorical
predictor variables consisting of three or more groups (paper type and patch type)
and the continuous criterion variable (metamerism index).

Table 3. Paper and Patch Types representative of normal distributions per Shapiro-Wilk’s test

Discussion
The results obtained in the present research indicate that in regard to illuminant
metamerism measurement condition and that paper type can have influence. The
type of patch, however, exhibits less effect on the criterion variable.
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Measurement Condition
Metamerism index values were statistically significantly different between
measurement conditions M1 and M0, U = 1,737, z = -2.01, p < 0.05. A comparison of
the respective distributions is illustrated in Figure 2, where an assessment of the visual
inspection of the histograms indicates approximately equal shapes of the distributions.

Figure 2. Histogram of metamerism index for measurement condition

Further, a visual inspection of the histograms for measurement condition as illustrated
in Figure 2 indicates that measurement condition M0 is more subject to outliers,
and therefore can be subject to more variation, versus measurements resulting from
condition M1.
Paper Type
Analysis of paper type using the Kruskal-Wallis H test indicates a statistically significant
difference between the various paper types analyzed, X2(5) = 84.43, p < 0.01. A
visual inspection of the boxplots in Figure 3 indicates that the shapes of the
distributions are not extremely dissimilar with the possible exception of the variance
noted in paper type 5. The small sample sizes complicate the visual inspection
efforts here, however.

Figure 3. Boxplots of metamerism index for paper type.
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A closer examination of the various paper types that exhibited statistically significant
differences from other paper types is displayed in Table 4: here, it is noted that
paper type 4 differs the most from the others, followed by paper types 3 and 5.

Table 4. Paper combinations exhibiting significant differences in metamerism index.

Figure 4. Spectral curves of paper types.
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Figure 4 illustrates the spectral curves of the paper types analyzed: among these
papers it is noted that paper types 3, 4 and 5 display the effect of OBAs as
indicated by the increased spectral reflection in the 400-440 nm range.
Turning to the predictor variable patch type, the Kurskal-Wallis H test indicates a
statistically significant difference between the various patch types analyzed with
regard to illuminant metamerism: X2(10) = 22.84, p < 0.05. A visual inspection of the
boxplots in Figure 5 illustrates that the distributions are not especially dissimilar in shape.

Figure 5. Boxplots of metamerism index for patch type.

A closer look at the interactions of the various patch types, however, demonstrates
a single statistically significant interaction between the 80-70-70-100 patch and the
3.1, 2.2, 2.2 patch (p =0.027). It is suggested here that this particular finding is not
especially meaningful; especially when it is considered that among the patches
analyzed there are 55 different sample pair combinations. Therefore, further
investigation here was not conducted.
Summary
The present research underscores the importance of defining the measurement condition
(e.g.: M0, M1) when communicating colorimetric data. When communicating
colorimetric numbers, users need to add measurement condition to an already robust list
of relevant attributes, including illuminant, observer, and other metrological conditions.
The need for communicating measurement condition does not escape users who
communicated spectral data: these users were previously largely immune to need to
note illuminant and observer information but now need to add measurement condition to
instrument geometry and spectral data when spectral measurement data is communicated.
In addition, this research indicates that the tonal patch type is not a particularly
meaningful contributing factor to illuminant metamerism to the extent that substrate
and measurement condition can be. From the present analysis, tonality, as represented
by overprinted screen tints of near-neutral chromatic process colors, did not
contribute to illuminant metamerism when comparisons among halftone-based
off-press proofs are considered using various substrates and measurement conditions.
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While illuminant metamerism should never be ignored in color critical workflows,
any data indicating that neutrals produced from overprinted screen tints of process
colors are not especially subject to metameric conditions could be welcome information
to color professionals already exasperated by the maximal process control efforts
required to achieve and maintain these neutrals. This finding adds to previous
research on proof to press match using process colors, where cyan and black were
found to exhibit more illuminant metamerism than did yellow or magenta.
Further, a potentially important boundary condition for metamerism index is noted
for future research using this metric where standards are created based on a mean
of all relevant samples, as was the case in the present study. Such methodologies
should recognize the sensitivity of outliers in using metamerism index as a measure
of illuminant metamerism if this method is utilized.
The results of the present research do, however, emphasize the importance of those
working in color critical workflows to be sensitive to the effect of illuminant
metamerism. In addition, the present study calls attention to the fundamental need
to remain vigilant about standardized viewing conditions to ensure the valid assessment
of color. Further, the present study aspires to help to promote the adoption of the
use of metamerism index into the standard operating procedures as a tool for quality
assurance and communication purposes.
Acknowledgements
The author would like to thank Kodak for their generous donation and continued support
with the Approval Contract Color Proofing System and Konica Minolta Sensing for their
generous donation of the FD-7 Spectrophotometer utilized in the present research.
References
Berns, Roy S. (2000) Billmeyer and Saltzman’s principles of color technology.
New York: Wiley.
Cheydleur, R. and O’Connor, K. (2012) The “M” Factor…What Does it Mean?
Grand Rapids, Michigan: X-Rite, Incorporated.
CIE Publication No. 15.2 (1986) Colorimetry, 2nd ed., CIE, Vienna.
IDEAlliance, Specifications SWOP New! SWOP and GRACoL,Specficiation for
D50 Lighting. Retrieved June 1, 2012 from
http://www.idealliance.org/specificaitons/swop.
Myers, B.L. (2012). An Analysis of Illuminant Metamerism for Contract Proofs.
Visual Communications Journal Vol. 48. 3-6.
400

2013 TAGA Proceedings

_±S]±WSi a±S [±j k a±i W{£[jb±[]¨]{] ±_±]ª±WSl b±_§|Si  ± (± <§S±
fS±£Vle][±S§[±!±]]SXe±S]±j ±Sk S~±S [±m ]SjS|±v§S|±]|S][±±
Xe]k±S [±S]±WSla±S [±l j b± 2]±eS±S|± U]]±S£fWS£e±_±S±£V]±_±
G(±]± 3]±eS±S~±V]] ±SWi b±S±S±Fj WjS~± 7¨]iaS±_±w]W± ][±V±
(]S] ±_±IWk] X]±S[±J]Xe {b± /¨] ]±_±8[jS±_±e]k±_±S{] Sl¨]±
jb] ±_±WSj b±S~kWSl± 4i±S]S±_±k]]±j W{£[]±aS]S{jX±We]i± S]±
WSi b± e]{b±_±YSkb±_£}Sj ±S [±i± §Sk±Ii W]± BS±"±f]±eS±V]] ±
ªyl b±S±S±G]]SXf±IWj] k±X£±/§± 3]S[± 'Ska±±Fl k a±(j¨ij±S±LfSS±'] ]±
_±7[£jS|±G]]SWe±±(]¨]~]±RS£ S±DSaS±
H¤¥± CTn±
+p±0¦±
G§§±BSi±j±X§] |±ªykb±_±,|j ±1£±-j±±.k~±1§± D#±S±
F[§W±(]¨]~] ±'e]j±i ±f]±F[§W±(]¨]]±?SVS±
Ie]±]X]i¨][±e]±BI±j ±FS]±S [±8Sbj a±IWj] W]±S[±* bj ]]ja±_±
P]] ±BjXfjbS±Ni¨]l± 5]±]]SWe±k]]±i X~£[]±j y±e]a±
S[±eiae ]][±S [±fjbe []_i ji ±iob±'§] ±SXj¨ji]±j X~§[]±_£|Sib±~¨]±
ªS]±VS][±-|]«bSetX±S[±/S¨£]±i y±S [±]WlS~±WSk a±_±e]±_~]«iV]±SWySbi b±
i[§±
)± %¤Z^±=^pcg± C®^±
HZh^ ^±9 p ¦ ^±`±K^Zhd±
&§X]±>]iae±B]±Ff( ±i±S±]S][±(WS]±k±1SekW±'£ jXSj ±
ªke±¨]±ª]±_k¨]±]S±_±]«] j¨]±j [§±]«]q] W]± 6]±j±X£]|±
]¨jb±S±$mS ±F_]±k ±e]±IWe|±_±B][jS±IXj] X]±S±GYf]]±
: j£]±_±L]Wea±(±B]±ªy][±S±S±]k[] ±_]±j ±1SfjW±
'§ iWSj±S±S± D]ª±;]]±IS]±Nl¨]j±_±±± ±S [±
]¨][±]±fS±]S±S±S±#[x£W¡± 8§W±]SWej a±e]]iWS{~±VS][±/SeiX±
'§ jWSj±WX]±S±D]ª±Ry±Nk¨]k± 8[£±]¬]m] X]±jX{£[]±]±eS±
]S±o ±¨Sl§±l ] SjS~±Sjja ±S{]±S[±S Sb]] ±il±S±Q Gj]±S[±]{]¨] ±
]S±k±]We uWS~±S~]±S [±SSb]]±kk ±S±$b_S± ( ± B]±S{±j±S{±S±_]§] ±
]Sy]±S± D$F?± BSSb]] ± 7j§]±S [±e]±j [§±]¨]±
CTh¯pT±ET^\TpT±
Anzrc±Op©^s¢±
BSf°lS± DS][S mS±i±S±Fe(± §[]±l±e]±B][jS±M]Xe b±
[]S]±_± @i yka±Nl¨]l±j ±Iª][] ±kW]±BSWe± "± 3]±



An Analysis of Illuminant
Metamerism for Lithographic
Substrates and Tone Reproduction
Bruce Leigh Myers, Ph.D.
Assistant Professor,
Rochester Institute of Technology
School of Media Sciences

Introduction & Need for The Study
A Conﬂuence of Factors
Reliance on Industry Speciﬁcations for Process
Control Aims
Changes in Standard Viewing Conditions
ISO 3664-2009

Emerging Standardized Measurement Conditions
ISO-13655-2009 (M0, M1…)
Largely reaction to OBAs in Paper Substrate
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Variables

Illuminant Metamerism
“… Pairs of colors with different spectral reﬂectance curves could
match under one set of viewing and illuminating conditions, but fail
to match under another. They are called metameric pairs or
metamers. When mismatch occurs due to a change in illumination,
the phenomenon is called illuminant metamerism”
Berns: Billmeyer & Saltzsman s Principles of Color Technology 3rd Ed.
(p. 28).
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Metamerism Index

Metamerism Index: Standards
Calculation Example

Representative of Illuminant Metamerism
Metamerism Index =

Where
is the ﬁrst, reference illuminant,
is the second
illuminant, and is the difference between the standard and sample
Source: CIE Publication 15.2 (1986) Section 5.2
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To obtain the in L*, a* and b* required for
Metamerism Index calculation: for each patch and
measurement condition, virtual standards were
created based on the mean value of the respective
colorimetric attribute in each patch and measurement
condition across the six paper types examined.
The difference between these virtual standards and
the respective individual readings were used to
calculate Metamerism Index.
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Metamerism Index: Standards
Calculation Example

Metamerism Index: Standards
Calculation Example
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Metamerism Index: Calculated For
Each Paper and Measurement
Condition

Paper Substrates
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Paper Substrates

Measurement Condition
Response to Optical Brightening Agents (OBAs)
Instrument Measurement Conditions:
ISO 13655:2009
M0: Legacy, Unﬁltered Tungsten, UV Content
Unspeciﬁed
M1: Unﬁltered D50 (or compensated), Controlled UV
Component
M2, M3: UV Filtered, Polarized UV Filtered
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C, M, Y Near Neutrals: ISO 12647-7
Digital Control Strip 2009
Cyan

Magenta

C, M, Y Near-Neutrals

Yellow

Paper
80, 70, 70 , 100
3.1, 2.2, 2.2
100, 100, 100
10.2, 7,4, 7.4

25, 19, 19
Highlight
Contrast

50, 40, 40 Highlight
Range

75/66/66 Shadow
Contrast
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Data Collected

Variables

Data collected for each of the selected 11 patches from the ISO-12647-7 Digital Control Strip

Paper 1
Paper 2
Paper 3
Paper 4
Paper 5
Paper 6

Where

Measurement Condition M0
D50
A2
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm

Measurement Condition M1
D50
A2
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm
L*
a*
b*
L*
a*
b*
380 – 430 nm
380 – 430 nm

= spectral reﬂectance at 10 nm. intervals
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Procedure

Discussion

Test Form Produced on Kodak Approval to
GRACoL 7 Speciﬁcations
Single 0/45

Paper Type and Measurement Condition Can
Inﬂuence Illuminant Metamerism
ANOVA for Metamerism Index by Substrate
SS

Df

M2

F

38.52

5

7.703

85.01***

Measurement Condition

5.62

1

5.62

62.06***

Substrate * Measurement Condition

16.21

5

3.24

35.78***

Error

10.87

120

0.91

Source
Substrate

p<0.001
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Measurement Condition*Paper Type

Spectral Analysis of Paper Type

M0
Average MI Across All Paper Types: (M = 1.00, SD = 0.93)
Paper Type 5 (M = 2.81, SD = 0.75)
Paper Type 6 (M = 0.91, SD = 0.30)
Paper Type 2 (M = 0.86, SD = 0.28)

M1
Paper Type 6 (M = 0.90, SD = 0.27)
Paper Type 5 (M = 0.87, SD = 0.27)
Paper Type 3 (M = 0.85, SD = 0.25)
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Recall Metamerism Index

Mean Range L*a*b*

Metamerism Index =

Across All Substrates & Measurement
Conditions
L* Mean Range = 3.51

Where
is the ﬁrst, reference illuminant,
is the second
illuminant, and is the difference between the standard and sample

a* Mean Range = 3.02
b* Mean Range = 9.69

Source: CIE Publication 15.2 (1986) Section 5.2

65th Annual Technical Conference

65th Annual Technical Conference

b* Across Substrates &
Measurement Conditions

Revisit Rankings:
Measurement Condition*Paper Type
M0
Average MI Across All Paper Types: (M = 1.00, SD = 0.93)
Paper Type 5 (OBAs) (M = 2.81, SD = 0.75)
Paper Type 6 (No OBAs, high b*) (M = 0.91, SD = 0.30)
Paper Type 2 (No OBAs, high b*) (M = 0.86, SD = 0.28)

M1
Paper Type 6 (No OBAs, high b*) (M = 0.90, SD = 0.27)
Paper Type 5 (OBAs) (M = 0.87, SD = 0.27)
Paper Type 3 (OBAs) (M = 0.85, SD = 0.25)
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Factorial ANOVA:
Patch Type * Paper Type

Factorial ANOVA:
Measurement Condition*Patch Type
ANOVA for Measurement Condition and Patch Type

ANOVA for Patch Type and Paper Type
2

SS

Df

M

F

Patch Type * Paper Type

3.04

50

0.61

20.14

Error

25.15

66

0.38

Source

Source

SS

Df

M2

F

Measurement Condition *Patch Type

0.86

10

0.86

0.156

Error

60.22

110

0.55

p > 0.9

p > 0.9
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Conclusions

Prevalence of OBAs

Measurement Condition and Paper Type Likely
Inﬂuence Illuminant Metamerism as Measured
by Metamerism Index
No Evidence to Support C, M, Y Near Neutral
Patch Type as Contributor to Illuminant
Metamerism
Boundary Condition for Metamerism Index as a
Metric
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Presence of OBAs = Fact of Life

Epilogue: Metamerism “Index”

Measurement conditions should be embraced
and further analyzed
Underscores the need for careful communication
of colorimetric parameters and measurement
Standard Operating Procedures
Measurement condition needs to be added to:

Inconsistencies in
calculation
“Index” term could lead
to ambiguity
Vendors should strive
for more open
approaches

Instrument geometry
Illuminant, observer
Delta-e tolerancing methods
user –deﬁned parametric values
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Epilogue: Effect Size
Using legacy measurement
condition (M0), the Metamerism
Index of the different patches
represented by the UGRA light
indicator greater than 4.5.
Process

M

SD

n

Ugra Light Indicator

4.6

0.007

11

Present analysis reports Metamerism Index up to 2.8
using M0
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